Introduction
Hydrazones are usually named after the carbonyl compounds from which they are obtained. Isonicotinoyl hydrazones are the condensations products of isonicotinic acid hydrazide and the carbonyl components. Many of physically active hydrazones find application 1 in the treatment of diseases like tuberculosis, leprosy and mental disorders. Hydrazones also act as herbicides, nematocides, rodenticides, plant growth regulators, anti microbial, anti tuberculosis and anti tumor activities 2, 3 . Hydrazones act as chelating agents by forming colored complexes with metal ions. The potential applications of hydrazones derivatives for the spectrophotometric determination of metal ions have been reviewed by Singh et.al 4 . The great interest towards derivative spectrophotometry is due to the increased resolution of spectral bands that means it is resolving two overlapping spectra and eliminating matrix interferences in the assay of two component mixtures using zero-crossing technique 5, 6 . In the absence of zero-crossing point, two simultaneous equations can be solved to determine the components in such a mixture 7, 8 . Derivative spectrophotometric analysis of twocomponent mixtures is also carried out without need to solve simultaneous equations 9, 10 . Hydrazones reagents are widely used in our laboratories for the derivative spectrophotometric determination of metal ions [8] [9] [10] [11] . Gallium(III) and Aluminium(III) alloys are used as solid state electrolytes in fuel cells. An alloys of Al 2 O 3 (5%) and Ga 2 O 3 has high activity as a cracking catalyst for hydrocarbon oil. They also form a low melting eutectic alloy (M.P. 26.3 O C). Here in we report the simultaneous second order derivative spectrophotometric determination of gallium (III) and aluminium (III) using Diacetyl monoxime Isonicotinoyl Hydrazone (DAMINH) in biological samples and alloys. The proposed simultaneous method involves the use of peak-tobase line measurement technique.
II. Materials And Methods

Apparatus
Shimadzu 160A microcomputer based U.V -Visible spectrophotometer equipped with 1.0 cm quartz cells used for all absorbance studies and amplitude measurements in derivative spectrophotometery. An ELICO LI-120 digital pH mater was used in pH adjustments.
Reagents
All the reagents used were A.R grade unless and otherwise stated. All the solutions were prepared with doubly distilled water. Stock solutions (0.01 M) of galliuml(III) and aluminium(III) were prepared by dissolving requisite quantity of gallium chloride (AR GSC) and aluminium sulphate (AR GSC) in 250 mL doubly distilled water respectively. The stock solutions were standardized and suitably diluted to obtain working solutions of metal ions. The reagent was prepared by simple condensation of Diacetylmonoxime with IsonicotinoylHydrazide in 1:1 mole ratio and its structure is given above in figure 1 .The reagent solution (0.01 M) was prepared by dissolving 0.22 mg of compound in 100 mL of dimethylformamide (DMF) and the solution was found to be stable for 48 hours.
Triton X-100 solution
A 5% solution was prepared by diluting 5.0 mL of Triton X-100 (AR Merk) to 100 mL with doubly distilled water.
Buffer solutions
Buffer solutions prepared by Hydrochloric acid ( 
Reaction with metal ions
At different PH values some important metal ions were tested with DAMINH reagent. The samples were prepared in 25 ml volumetric flasks by adding 10ml of buffer, 1 ml of metal ion, 1 ml of 0.01 M DAMINH, 3 ml of DMF. The reaction mixture was diluted to the mark with distilled water. The absorbance was measured in 250 -600 nm range against reagent blank. The results are computed in table 1 which indicates that the reagent is potential for the spectrophotometric determination of various metal ions.
III. Recommended Procedures (a). Determination of aluminium
An aliquot of the solution containing 0.48 -4.56 μg / mL (ppm) of Al(III), 10 ml of NH4cl-NH4OH buffer solution (pH 8.0), 3 ml of DMF and 1 ml o f 0.01 M DAMINH were combined in a 25 ml volumetric flasks and the resulting solution was diluted to the mark with distilled water. The absorbance of the solution was read at 355 nm against reagent blank. The measured absorbance is used to compute the amount of aluminium from predetermined calibration curve.
(b). Determination of gallium
An aliquot of the solution containing 0.2032 -2.033 μg / mL (ppm) of Ga(III), 10 ml of NH4cl-NH4OH buffer solution (pH 6.0), 3 ml of DMF and 1 ml of 0.01 M DAMINH were combined in a 25 ml volumetric flasks and the resulting solution was diluted to the mark with distilled water. The absorbance of the solution was read at 362 nm against reagent blank. The measured absorbance is used to compute the amount of aluminium from predetermined calibration curve.
(c). Simultaneous determination of Aluminium and Gallium
A known aliquot of a alloy containing 0.632 -5.85 μg / mL Al(III) and 0.743 -7.543 μg / mL of Ga(III), 3 ml of DMF and 1 ml of 0.01 M DAMINH were combined in a 25 volumetric flask and the resulting solution was diluted to the mark with distilled water. The absorbance was measured at 355 nm and 362 nm against reagent blank and the amounts of Aluminium (III) and Gallium (III) were respectively determined by solving the simultaneous equations.
IV. Results And Discussion
DiacetylmonoximeIsonicotinoylHydrazone is a new chromogenic reagent was not used for spectrophotometric simultaneous determination of Ga and Al so far. DAMINH reagent can easily prepared like any other Schiff base reagent. The reactions of some important metal ions with DAMINH are summarized in table1. The color reactions are mainly due to the complex formation of DAMINH with certain metal ions like Ni(II), Al(III), Ru(III), Fe(II), V(V), Hg(II), Ga(III) to give intense color complexes Simultaneous determination of Ga(III) and Al(III) in synthetic mixture
The simultaneous spectrophotometric determination of aluminium(III) and gallium(III) in alloys and biological samples was carried out by employing the recommended procedure and the results are presented in the table
Determination of aluminium (III) and gallium (III)
Aluminium(III) and gallium (III) reacts with DAMINH neutral medium to give yellow colored complex. The color reactions are instantaneous even at room temperature at pH 7 range. The absorbents of yellow colored complexes remains stable for more than 10 hours in both cases. The maximum color intensity is observed at in the pH 5-6 and 7-8 range for Ga-DAMINH and Al-DAMINH complexes respectively. A 10 fold molar excess of reagent is sufficient for full color development in both systems. Addition of excess reagent has no adverse effect on the absorbance. The order of addition of metal ions, buffer, reagent and triton X-100 solutions has no adverse effect on the absorbance of complexes. Important analytical characteristics of Al-DAMINH and Ga-DAMINH complexes are computed in table2. The direct and first order spectra of solutions of Al(III)-DAMINH and Ga(III)-DAMINH complexes in an aqueous neutral buffer medium (pH = 7) are shown in Figure 2 . The absorption spectra overlap considerably and therefore direct and first order spectrophotometeric determination of one metal in the presence of the other is not possible. Second order derivative spectrophotometric is useful technique for simultaneous aluminium(III) and gallium(III) because it decreases the interference of adverse ions i.e., increase the tolerance limit value of foreign ions and may be advantageously used for the determination of metal ins having overlapping spectra. The main reason why the interest in derivative spectra is due to simplicity, relatively quick, easy realization and increased analysis of minor components. The recommended derivative processor was employed for the simultaneous determination of aluminium(III) and gallium(III). 1.0 ml ,, c) 1.5 ml ,, d) 2.0 ml ,, e) 2.5 ml ,, f) 3.0 ml ,,
Interference
The selectivity of the derivative methods was tested by studying the effect of foreign ions which brings about change the amplitude by + 2 % was taken as the tolerance limit. Interference of diverse ions which often accompany with Al(III) and Ga(III) has been studied in the determination of 1.3798 µg/mL of Al(III) and 3.042 µg/mL of Ga(III). The results are computed in table3. Table 3 . Tolerance limit of foreign ions in the determination of 3.042 µg/mL Ga(III) and 1.3798 µg/mL of Al(III).
V. Applications
The validity of the proposed method was tested by analyzing alloys sample and biological samples containing Al(III) and Ga (III). Satisfactory results were obtained for the recovery of both the metals indicating that the proposed method is effective for their simultaneous determination
Analysis of Alloys and Biological samples:
1 gm of alloy sample was digested in 10 mL of aqua-regia by worming and the solution was evaporated to dryness. The residue was dissolved in 20 mL of diluted HCl and resulting solution concentrated to 10.0 mL, diluted to 100 mL with doubly distilled water, filtered and made up to the mark in a 250-mL volumetric flask.
The simultaneous second order derivative spectrophotometric determination of Al(III) and Ga(III) in the biological samples, alloy samples were carried out by employing the recommended procedure. A known aliquot of the sample solution was taken in a 25-mL volumetric flask containing 10 mL buffer (pH = 7), 1.0 ml of Triton X-100 (5%) solution and 1.0 mL of DAMINH reagent (0.01 M) solutions. The contents in the flask were made up to the mark with doubly distilled water. The second derivative amplitudes of the reaction mixture were measured at 367 nm and 377 nm. The amount of aluminium(III) was computed from the predetermined calibration plot at 367 nm. Similarly, the amount of gallium(III) was deduced from the predetermined calibration plot at 377 nm. The results are computed in Table 4 and Table 5 respectively. 
VI. Conclusions
DiacetylmonoximeIsonicotinoylHydrazone is a versatile chromogenic reagent used for the simultaneous determination of Ga(III) and Al(III) in neutral medium in microgram quantities. The present second order derivative spectrophotometric method is simple, rapid, sensitive and selective and do not involve heating or filtration or separation. Foreign ions do not interfere in the determinations. The method precise and accurate determinations can be made. Triton-X increases the stability of the complex. Hence simultaneous determination of Ga(III) and Al(III) can carried out by using DAMINH by the present method.
